[Bacteriuria detection by dip-slide test (author's transl)].
A new dip-inoculum method markated as Microstix for detecting bacteriuria was studied to evaluate its usefulness as a screening procedure. This test was found to be reliable when compared with the standard pour plate method. However, antimicrobial agents often present in the urine samples rendered this procedure unsuitable for indiscriminate application in large hospital laboratories. This technique might conceivably be employed in mass screening programs where urine specimens are less likely contamined by antimicrobial drugs.